THE BIRTCHER CORPORATION 
1001 North Mein Street 
Los Angeles, Calif, 





No. 644 (sir spaced) RECTAL-PR D 
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NOTE: Birteher-built accessories are designed to 

— any make of short-wave apparatus. Since ie eee pene stir 
have not standardized treatmont terminals, it is, however pee 
sary that the cord tip of each cloctroda be deaiensd to fit tho . 
specific machine upon or with which the electrode is to be uscd, 
Below are listed various stock tips, togothor with tho makes of 
apparatus they fit. Special tips will bo promptly made, when ro- 
quired, for other makes of machinos. 


— Sees i | STOCK TIP NO. 2 
its following Fits following 
makes of machines: | Sept ae 
{ 
BIRTCHER | |ALOE BRISTOW 
DEFOREST BROPAR COMPREX 
ROBT. A FISCHER BECK“LEE SCHERCO 
FISCHERTHERM BURDICK ROSE 


STOCK TIP NO.3 fits 4H. G. FISCHER (Chicago) EQUIPMENT 
STOCK TIP NO.4 fits  LINBEL-FLARSHEIM EQUIPMENT 


STQCK TIP NO.5 fits HOGAN BREVATHERM ond other Mcintosh equipment. 
SHIPPING 


etrodo is ordinarily shipped with 


Bithor tho vaginol or the prostotic clo 
1 portion of the oloetrodo to avoid 


tho pyrox tube disongagod from tho mota 
‘roakago in shipmont. 















Insort the metal stem of tho olcctrode in tho Pyrox tubo, until the mouth 
of the tubo fits snugly aver the rubber cork within the white plastic basco 
Tho oloctrode may bo taken apart by rovorsing this proccss. 


= STERILIZATION 


hose oloctrodes may bo storilizod in any of the usual solutions, such 8s 
Parkur solution, ctc., or tho electrode takon apart anc storilized in 
C : nuto-clave or by boiling. Instrument should be pieced 
lave or ‘e001 water and tho tomporaturo gradually raised, 

on may find it desirable to havo a half dozon cxtra Pyrex 
hand roedy for uso, rethor thon storilize tho tube 















Prostatic electrodes, the eleotrote 1 
ent terminals, to which » treatment yay SS 
Cae ofthe tre Bees wee Sern an Cable olrents 
reo pads (8x10. or simi: 
Ral @ietiende Memisnd of the mchines to) 


APPLICATION 
l. The orifice should first be cleaned of excessive pus or other socretions, 
2, Uso a small amount of K-Y Jelly on the tubo, 
%, In using tho VAGINAL ELECTRODE 


&. Place pationt on wooden treatment table in Dorsosacral 
position with foot in stirrups or on table. 


be Place tho Pad olcetrode on tho lower abdomen woll spacod 
with an inch or moro thicknoss of folded and dry bath towoling. 


Ge If oloctrodo doos not rosdily stay in position, tako a turn 
eround it with a strip of #” adhosivo ond cttoch th cnde.of 
‘tho adhosive to tho upper thighs. If tho vaginsl vault is 
. oxcossivoly largo and distondod, tho onds of tho cloctrode 
may bo absorbod by tho gauzo os it is formed, 



















oo 


4, In using tho RECTAL=PROSTATIC ELECTRODE 
A. Placo potient in Sim's position. 


be Placo the Pad olootrodo on tho lower abdomon for heat to tho 
. 4 rootum, or dirootly over tho prostato for conccontration 
of heat to the prostate, Uso foldod towoling for spacing 
tho pad from the skin in tho usual mannor, Properly sup- 
- tho pad from undorneoth with sand bags, woodon block, 
ooks, © roll of cotton or any convoniont non=motallic objoct. 
4 * In somo: casos, pationt may be plscod in a Dorsal recumbont 
hl position, woll foward to tho foot of tho troatmont table. 


@, Elootrodo will usually stay in position without support, 

tf but adhosivo may bo wrappod around it ond the ond of the 

adhosive brought upword and nttoched to the petiont's backs 
go doing, tho lovornge will cseist in pushing the ond 
tho tubo diroctly agoinst tho prostoto. 


tho Prostatic or Vaginal olcctrodo, if oxcossive heat is 
the sonsitive ontrenco to tho orifice it is usually on 
thot tho oloctrodo is not insortod for enough into the orifice. 
the tubo can bo wrapped with gouso at thie point if necossarye 
3 


* ? 





‘t= On some few 


resonate hich 4 angi leated 
mun rightwar ing 0! motor hand), In most casos,cvon 

thon ona hoat is obteined for all troatmont Sete with 
those cloctrodes, However, in tho raro caso in which not 
adequate hoat is available, the oloctrode should ho furnished 
with o longor attachmont cord in rosonanee with tho spocific 
machino, without charges 








MACHINE:= In oll npplicntions of oithor cloctrodo the machino is oporated 
oxactly as whon two rogular trontmont pads aro omployed in ony 
application, 


TEMPERATURES := If a modorn powerful short wove unit is boing used, tho 
tomporature ercated is practically without limit,,,,,,,, 
cortainly it is for grovter than potiont's toloroneo and 
boyond tho amount thet should bo administorod, THEREFORE, 
whon first using thoso cloctrodos, administer only small 
quonitios of onorgy until oxporicnco has taught tho 
corroct dosago. 


Tomporaturos will not only vary sccording to tho amount of 
™ onergy "turned on" st the mochino, but will very aleo 

according to tho mako ond model of machino, the sizo of 
tho pationt, tho sizo of tho pad oloctmodo ond the amount 
of spacing botwoon tho pad and tho patient, and according 
to the poticnt's chomicol make-up, 


a A laboratory typo thormonoter ( H-B Instrumont Co,,Philoe, 

Pa., Doublo Diamond type 20760 is recormondod), may bo 
insortod along the sido of tho cleetrodo until tho bulb of 
the thormomotor contacts tho tissue imnodiatoly adjacont 
tho activo ond of the oloctrodo, A tomporaturo roading 
enn thon be auickly goined in this monnor. 


INDIGATIONS FOR USE:-Those cloctrodcs sro rocomorndod for uso in a11 tho 
vorious nouto, sub-aoute ond chronic inflammatory processes for which hoot 
has been provod of valuo in tho past by such mothods as the Elliott rubbor 

bag and hot water nothod, tho conventional diathorm, ote. Mild troatmonts 

ef from 20 to 30 minutes are to bo rocononded in chronic and sub-acuto 

: d trontmonts aro indicoted in seute infections 

¢ dosago and othor factors regerding the succoss of such 

according to the judgonont of the physician-oporstor in 
dgo of tho subject and cxpericree in this particular 

be a result of this mothod if oxcossive trontmont cnergy — 

d, tho tho samo rcepect thet by all other nothods, or eve: 

‘hot water bottle, burns occur thru caroless application or 















¢ tubo will brook only if hit with, or dropped on a hard 
bo can bo roplacod rcodily ond inexpensively by the desler, 


